Callforma Dept of Transpcrtancn

i call) 5/21/2014 | district 01

AC, PCC, RUBBER & QTHER
BATCH OPERATIONS |

Report Number|14-41

d 109 by L. Lee | plant controller |REX # 1432
plant type PCC Batch R plant owner Bedrock/ Bill Hay | plant location |38351 HWY 1 GUALLALA CA.
scale acceptable t032000 useable scale capamty 140000 Iargest noted error, for this scale 2 Graf s
scale number? . | applied tctal ad;ustmenti ad;us_t;d_ 7
| § step |  applied | build-up | applied | from totall mdlcatedl actual | errorln
" |_number Itest weight| weight | weight | last step%_ _weight| _weight| error| grads|useaBILITY |remarks —
material type | always zero :
| agaregate 1 4000 0 4000 for fststep | 4000} 4000 0.0 0.0 Acceptable
- § 2 8000 0 8000 U.: 8000 _5,0_20: 200 1.0 Acceptable

glaclation § 3 8000 8000 16000 0 16000 16040 40.0 2.0 Acceptable
| 8000 16000 24000 0 24000 24040 400 2.0 Acceptable

: "§_5 8000 24000 32000 032000 32020 20.0 1.0 Acceptable
scale acceptable to| 10000 useable scale capacny 10000 largest noted error, for this scale|1 Grad
scale number‘: l | apphed total adjustmeﬂtgad]usted N |
| 2“5 step | apphedl build-up| applied from | total mdlcatedl actual{errormg
material type =uTREr ltest weiaht| _weight| _weight! Iﬁus-t—St—ePE _weiahtl__weight| _eror | grads| yseAsiLITY | remarks -

cement. 1. 1000 0 1000 #rikaes| 1000 1000 0 0 Acceptable
graduation 2 2000 0 2000 0 2000 2005 i 5 1 Acceptable
size ) i3 4000 0 4000 0 4000 4005 5 1 Acceptable
{ 5 4 6000 0 6000 0 6000 5985 -5 -1 Acceptable

Iargest noted error, for th|s scale

scale acceptable to 10 )

applied

scale _num__b_er'ﬁ | total adjustment ad;usted | |
3 | step 3DP“edI build-up | applied from total indicated| acfual| errorin|
. number| test weight! _weioht_|__weight!.. laststep| _weiahtl _weight| _ermor| grads| useABILITY Lrem_ﬁrké i ——
material type p—— - r— a\wayszero 5 r :
watonl 1 | 4180 ] 4180 for iststep | 4180 4170 -10/ -.1598 Acceptable 0.24% Error O.K.
gir::“a“"” L2 | 4180 4160 4160 4170 10 .15987 Acceptable 0.24% Error O.K.
6255 |3 | 180 4180 4180 4170 -10 -1598 Acceptable 0.24% Error O.K.
scale acceptabl_e to - R l useable scale capacity | largest noted error, for this scale|
scale number ||~ — — e s e Y . e N S I R
1 { Cappled | ol achustment adjusted| E
= Il step|  applied| build-up | applied from | total| indicated| actual | errorin |
material tvpe _number | testweight! _weioht | weight! laststep| weight! weight! _ error __grads|_ U,SI;:A:B:[L:IIYJ, remarks e
': EJWE}‘S Zero B T . - e —
. for 1st step
graduation )
size )
Test Notes
[INTERLOCKS OK
IPRINTER OK

[PLANT CERTIFIED FOR STATE USE
|SPAN NUMBER 7040
IBARTOLOMI SCALE - PAUL



