Loaftrans _
Report Number 14-FR1
plant type PCC Batch

California Dept of Transportation

calib’ 4/7/2014 | district 01
date

AC, PCC, RuBBER & OTHER
BATCH OPERATIONS

109 by G. Thorpe
plant owner Freeman Rock

plant controller Eagle Jr. Command Batch
plant location 2574 Lake Earl Dr. Crescent City

scale acceptable to40000

useable scale capacity 136000 largest noted error, for this scale 1 Grad

scale numberf i , applied total ,adjustment; adjusted; 1
step | @applied  build-up | applied | from | total| indicated | actual | errorin | |
|_number ftest weight | weight | weight | laststep| weight| weight| error| grads|useaBiLITY |remarks
material type . always zero -
agaregate 1 6000 0 600Q for 1st step 6000 6000 0.0 0.0 Acceptable
duatl 2 6000 6000 12000 0 12000 12000 0.0 0.0 Acceptable
graduaticn 3 6000 12000 18000 0 18000 18000 0.0 0.0 Acceptable
Pl R 4 6000 18000 24000 0 24000 24000 0.0 0.0 Acceptable
’ 5 6000 24000 30000 0 30000 29980 -20.0 -1.0 Acceptable
6 6000 29980 35980 0 35980 35980 0.0 0.0 Acceptable
scale acceptable to 10000 useable scale capaciiy 6000 largest noted error, for this scale|1 Grad
scale number ! | applied] total |adjustment; adjusted;
2 | step | applied| build-up| applied | from | total mdlcatedi actual | errorin|
material type |-ndmeer Itest weight| "weioht! __weight| _laststep| weioht! _weight| error | grads | USEABILITY | remarks
cement] 1 2000 0 2000 forisdes 2000 2000 0 0 Acceptable
graduation | 2 4000 O 4000 0 4000 4005 5 1 Accentable
size L3 6000 0 6000 0 6000 6005 5 1 Acceptable
5 §

scale acceptaple to 10000

scale number I

ap |
applied| build-up |

useable scale capamty 6000 largest noted error, for this scale

phed | total | adJustmentl adjusted

step | applied | from | total| |nd|cated actual 3 error Ini
) |_number | test weight| weiaht | weight! _laststen! weight! weight| _error | grads | yseaBILITY | remarks
material type always zero
water §—1 3310 3310 forfststep | 3310 3319 9 .17985 Acceptable 398 Gal. Metered 397 Gal. Delivered
: 1 0.27% Error. Meter O.K.
graduation
Hee G 2 3323 3323 3323 3319 -4 -0799 Acceptable 398 Gal, Metered 399 Gal. Delivered

0.15% Error. Meter O.K.

scale acceptable to
scale number

app
EPP"'SU build-up |

useable scale capacity largest noted error, for this scale

||ed total | adjustment adjusted

Slep. applied | from total | indicated| actual errorm
material type | Lnumber | test weight' _weiaht | weight! _laststep! weinht| weight _error | grads' USEABILITY | remarks
always zero
for 1st step
graduation
size
Test Notes

Plant Certified for State Use
Interlocks O.K.

3" Badger Water Meter O.K. Span 0402

Printer O.K.

Powell Scales Northwest 800-414-0187



