Calsfomla Dept of Transportatwcn

| calib 3/26/2014 | district |01

Report Number 14-6A

| 109 by |G. Thorpe

AC--:PCC, RUBBER & QTHER
| _‘,BATCH OPERATIONS

plant controller Johnson Partially Automatic

plant type PCC Batch date plant owner Hoopa Redi-Mix | plant location Hwy. 299 @ Friday Ridge Rd.
scale acceptable £032000 Ibs . useable scale capacity 40000 largest noted error, fcr th:s scale 1 Grad )
scale number: -_p;-:\_l-\ N total ;ﬂ:s;m_ent adju;téd . ) l i
10 slep; applied | | build- -up | applied 3 from totali”‘ldlcated actual | error in |
—— ' |_number itest wemhh weight | weight | _laststep| weight _weight| error| grads|useaBiLiTy iremarfkrsﬂrrri E—
material type | always zero . ‘ —
sgiregatd §—1 4000 0 4000 forfstsiep 4000 4000 0.0 0.0 Acceptable
duat { 2 8000, 0 8000, 0 8000 8000 0.0 0.0 Acceptable
graduation 3 8000 8000 16000 0 16000 16000 0.0 0.0 Acceptable
| P 8000 15980 23980 0 23980 23960 -20.0  -0.5 Acceptable build-up was 1/2 arad short
N ) 5 24000 32000 -1.0 Acceptable

8000 0 32000

31960 -40.0

scale acceptable to 6000 Ibs ': useable scale capamty 10000

targest noted error, for this scale| 1 Grad

scale ”“mbef ‘ applied total adjustment adjusted| | | i
2 app!\ed! build-up|  applied | from total| md.catedl actual | error |n!
material type | === stweight | _ weiaht wejgmi |_weiaht! jl_emor} _grads | UseaBILITY E remarks i
_cement| |1 2000 0 2000 foriiden, 2000 -100 5 Acceptable
graduation 2 4000 0 4000 0 4000 0 0 Acceptable
size 3 6000 0 6000 0 6000 0 0 Acceptable
5 10 | i
scale acceptable to 5000 seabie scale capamty 10000 largest noted error, for this scale o
scale nuvmber: 1 pined lota\ adJustment adjusted i
{ 3 8 stepE applied| build-up applied from totall indicated| actual | errorin
' }.oumber testweightl _weinht. | weiphtl_l2ststepl weightl  weightl efTor) _grads| useaBILITY | remarks e
material type T | always zero — - = —
water | 1 4154 4154 for iststen | 4154 417_0 16 .25579 Acceptable 500 gal metered 498.1 delivered
— 0.38% error O.K.
graduation
size = '5'5‘ 2 4154 4154 4154 4170 16 25579 Acceptable 500 gal metered 498.1 delivered
2. | 0.38% error O.K.
scale acceptable I:o useable scale capacity largest noted error, for this scale |
scale number e — — e ———————— e —————————————————————————————————————
.| applie total jadjustment, adjusted [ |
step apphed1 build-u applied | from | total | indicated| actual ! errorin |
material tvpe number | test weiaht| _weioht | weight! last step| _weiaht| _weightl _error| grads| useagimy | remarks e
- i - = = 1 always zero

LIS ; 1 for 1st step |
graduation
size

Test Notes

Plant Certified for State Use

Water Meter O.K.

Agg scale dial head type. Cardinal Model 63-S-111 s/n 8671386

Johnson Partially Automatic Batching System on a Johnson PCC plant circa 1954
No interlocks



