California Dept of Transpnrtatlnn

MPQP

AC PCC RUBBER & OTHER
BATCH OPERATIONS

Report Number 14-21 Ca't'b 4/24/2014 | district/01 | 109 by ‘G. Tharpe plant controller |Seltec AB500
plant type/PCC Batch =2 plant owner Mercer Fraser | plant location Hwy 96 Willow Creek
scale acceptable to4000 useabte scale capacsty 5000 largest noted error, for this scale |2 Grad
scale number | : | applied total adjustment adjusted " | | 7
1 step| applied buid-up | applied | from | totalt Indlcatedi actual | error in | |
i |_number ftest weight | weight | _weight | laststep| _weight| _weight| error, QradSiusEAB|L|TY remarks__ -
material type | always zero ‘ —
aggregate 1 1000 O 1000 forfststep) 1000 1000 0.0 0.0 Acceptable
dusti 2 2000 0 2000 0 2000 2000 0.0 0.0 Acceptable
gEdeaten 3 3000 0 3000 0 3000 3000 00 0.0 Acceptable
— T 4 4000 0 4000 0 4000 4000 0.0 0.0 Acceptable
scale acceptable to 300 useable scale capat:lty 500 largest noted error, for this scale 2 Grad
scale number ‘ i applied| total =ad1ustment. adjusted i |
2 step 1 applied | buﬂd-up, applied | mml total indicated| actual [ errorin | {
material type | -fumoer Itest weight | | __weight! laststep| weight! weight| error| grads| useaBILITY | remarks
asphatil |1 50 @ 50 ?L‘;’i’g?;i’,?_ 50 50 0 0 Acceptable
graduation 2 100 0 100 0 100 99 -1 -1 Acceptable
size 3 150 0 150 0 150 148 -2 -2 Acceptable
4 200 0 200 0 200 198 -2 -2 Acceptable
5 250 0 250 0 250 251 1 1 Acceptable
6 300 0 300 0 300 300 0 0 Acceptable
scale acceptah{le to useable scale capaclty Iargest noted error, for this scale
scale number ' I apphed | tota\ adjustment; adjusted
| step.  applied buid-up | applied| from |~ total lndacatedt actual | eror '“'
| _number | test weight! _weioht | weight' _last 5tgnz _wpmht weight! _error | grads | ysEABILITY | remarks e
always zero
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graduation
size
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largest noted error, for this scale

| i X J‘
. step| appltedl bund-up | applied| from | total | |nd|catedl actual | errorin |
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always zero NS—
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Test Notes

Plant Certified for State Use

Seltec AB500 s/n 2663

Interlocks O.K.

Printer O.K.

West Coast Scales, Mike. 530-520-7753



