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Report Number 14

calib] 6/12/2014 district/01 | 109 by L. Lee

i ] plant controller |Command Alkon Spectrum VI__|
plant type PCC Batch | 2= plant owner |Pt. Lakeview | plant location 13328 Pt. Lakeview Rd. Lower Lake
scale acceptable t0:32000 | useable scale capacity|40000 largest noted error, for this scale 1 Grad ]
scale number applied total |adjustment; adjusted; )
1 step | applied | build-up | applied from total| indicated | actual | errorin
number ftest weight| weight | weight last step| _weight| _weight| error| grads | yseaBILITY |remarks
material type always zero S
aggregat 1 8000 Q0 800Q for 1st step 800 8000 0.0 D.-QAccentablel
fifath 2 8000 8000 16000 0 16000 16000 0.0 ;q;o; Acceptable
gradiiatan 3 8000 16000 24000 0 24000 24020 20.0 1.0 Acceptable
Emm 4 8000 24000 32000 0 32000 32000 0.0 0.0 Acceptable
scale acceptable to 8000 | useable scale capacity|10000 largest noted error, for this scale|2 Grads ]
scale number )
{’:’*"""""’““l lied total |adjustment; adjusted .
RN step applied b?_ﬁ%.lsp appﬁe% from 3 Jutso?m indicated | actual | error in
material type number_|test weiaht| _ weiaht weight| __last step| _ wei weight| _error | grads | USEABILITY | remarks
[ cement | 1 2000 0 2000 foridaes| 2000 2000 0 0Acceptable
graduation 2 4000 0 4000 0 4000 4010 10 1 Acceptable
ize 3 6000 0 6000 0 6000 ° 6010 10/ 1 Acceptable
f 10 4 8000 0 8000 0 8000 8020 20 2 Acceptable
; |
scale acceptable to|3500 ] useable scale capacity 4000 | largest noted error, for this scale |1 Grad
scale number 1 applied total | adjustment; adjusted] )
‘ step applied build-up | applied from total| indicated| actual | errorin
number | test waiaht i ei last ste inht!__weight| _error | grads| useABILITY | remarks
material type always zero — =
wate Ir 1 1500 1500 for 1st step 1500 1496 -4 -5 Acceptable
= duatia—n_ 2 2500 2500 0 2500 2496 -4 -.3 Acceptable
o 3 3500 3500 O 3500 3496 -4 -5 Acceptable
g 4 4000 4000 0 4000 3996 -4 -5 Acceptable *See note below

scale acceptabl

eto | 3 useable scale capacity l largest noted error, for this scale|

scale number

’_ﬁ | applied total| adjustment; adjusted | .
 J—— step applied| build-up applied from total | indicated| actual | error in
material type number | test weiaht!  weiaht | | weight. last ste i weight| error | grads| uSEABILITY remarks
always zero
=\ for 1y5l step

graduation

—

TestNotes

Plant Certified for State Use

Interlocks O.K.

Printer O.K.

*Water limited to 3500 Lbs. Spill over @3625 Lbs.
Plant Operator, Patrick

Bartolomei Scale Co. 707-328-9812, Paul




