plant type PCC Batch

Report Numberg15 A3 o

| calib[5119/5015] disicG ] 108 by [G. Thorpe

plant owner |Eureka Redi-Mix
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material type
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graduation
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useable scale capacity |_40000

5 plant controlle_r LCommand Alkon -

1 plant location 'Hwy 36 & Hwy 101 Alton
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TestNotes
Plant Certified for State Use

Interlocks O.K.
Printer O.K.

Con-E-Co Water Meter O.K. Span not found. Dip Switch box not located.




