Report Number|15-6A calibl 4/21/2015] district/01 | 109 by |G. Thorpe | plant controller [Johnson Partially Automatic |

plant type|PCC Batch | date plant owner [Hoopa Redi-Mix | plant location Hwy. 299 @ Friday Ridge Rd.

scale accept_able to!32000 | useable scale capacity 140000 ] largest noted error, for this scale 1 Grad |
scale number applied total ;adjustment; adjusted; )

step| applied  build-up | applied from total| indicated | actual | error in
e number test weight | weight | _weight last step| _weight! _weight| error| grads|useaBILITY |remarks

material type always zero

pp—— 0 800Q foriststen| 8000 8000 ‘ Acceptabl

A 8000 16000 0 16000 16000 0.0 Acceptable
graauanon 16000 24000 0 24000 23980 -20. 1/2 arad
400 24000 32000 20 3202 31980 i 1 Grad

scale acceptable to|6000 | useable scale capacity 10000 largest noted error, for this scale|1 Grad
scale number applied] total |adjustment| adjusted

build-up

total| indicated | actual | errorin
i weight error rads

material type
ahnrayszerol
cemen 1 0 for 1ststep
graduation 2 2000 0 200 0 2000 2000
ize 3 4000 Q 4000 0 4000 400
f 10 4 6000 a 6000 0 6000 6010
scale acceptable to|5000 | useable scale capacity 110000 largest noted error, for this scale |0.40%
scale number | applied total |adjustment; adjusted| )
slep applied| build-up | applied from total| indicated| actual | error in
number | test weight| _waiaht weight|__last ste i weight| error | grads| usgABILITY remarks

Acceptable 500 Gal Metered. 497 Gal Delivered O.K.

100 GPM

material type
1 4145 4145 5o ta s | 4145 4170
graduation
size
625 2 4145 4145 4145 4170

Acceptable 500 Gal Metered. 497 Gal Delivered O.K.

100 GPM

scale acceptableto | | yseablescalecapacityl | largestnoted error, for this scale|

scale number
X applied
step applied puild-up

material type number | test weight

total |adjustment, adjusted | )
applied from total | indicated| actual | errorin
i last ste inht| _weight| _error | grads| useaBILITY | remarks

always zero
for 1st ste

graduation

IZB—_|

Test Notes

Plant Certified for State Use
Water Meter O.K.

Manual Batch
No interlocks

Agg scale dial head type. Cardinal Model 63-S-111 s/n 8671386
Johnson Partially Automatic Batching System on a Johnson PCC plant circa 1954




