Report Number|15-16 ga'tibl 5.7-2015 | district'01 | 109 by |G. Thorpe | plant controller [Selteck
plant type/HMA Batch _| ae plant owner IIVIercer Fraset I plant location [Riverwalk Dr. Fortuna "A”
scale acceptable t0400 Lbs | useable scale capacity largest noted error, for this scale |1 Grad |
scale number applied total jadjustment; adjusted| W wal )
t applied | build-up | applied from total| Indicated | actual | error in
number Lestweightl weight ve%gtht Iaslstegl weight| _weight| error| grads|useasiLiTy |remarks
material type always zero -
1 50 0 50 for 1st step 50 50 '
duati 2 100 0 100 0 100 100
gracuation 3 150 0 150 0 150 150
4 200 0 200 0 200 200
5 250 0 250 0 250 250
6 300 0 300 0 300 301
7 350 0 350 0 350 351
8 400 0 400 0 400 401
scale acceptable to 6000 Lbs | useable scale capacity| 10000 largest noted error, for this scalep
scale number -
lied total jadjustment; adjusted
L g step | applied b%?l%-lﬁp appﬁeaclj from | Juf'o?m indicated | actual | error in
material type _number_jtestweight| _weioht| __weight! last step] i weight| _eror | grads USEABILITY | remarks
agqregate | |1 1000 1000 Svasaeel 1000 1000 Acceptable
ize 3 3000 0 3000 0 3000 3000 0 Acceptable
F 10 4 4000 0 4000 0 4000 4000 Acceptable
5 5000 0 5000 0 5000 5000 Acceptable
6 6000 0 6000 0 6000 6000 Acceptable
scale acceptable to| | useablescalecapacity] | largest noted error, for this scale | |
scale number | applied total | adjustment; adjusted] )
[:] step applied| build-up | applied from total| indicated| actual | error in
number | test weiaht| _weiaht weight! __last ste i weight| _error | _grads | useaBILITY | remarks

material type always zero e

for 1st step I =
graduation
size i

scaleacceptableto | | yseablescalecapacityl | largestnoted error, for this scale|

scale number

| applied total |adjustment, adjusted | .
step|  applied| build-up | applied from total | indicated| actual | errorin
material type | Loumber test weight i i last ste| i weight! error rads | YSEABILITY |_remarks
always zero - —
for 1st stey

graduation

Isize—|

Test Notes

Plant Certified for State Use

Aggregate scale had a bad load cell. It was replaced and calibrated.
Interlocks O.K.

Printer O.K.

West Coast Scales, Mike. 530-520-7753




