Report Number|15-21 t;altib 5-8-2015 | district!01 | 109 by |L. Lee | plant controller [Seltec AB500
plant typeHMA Batch b g plant owner |Mercer Fraser | plant location Hwy 96 Willow Creek
scale accept_able to!4000 Lbs ] useable scale capacity|5000 ] largest noted error, for this scale |o |

scale number applied total
applied | build-up | applied |
ight | _weight | weight remarks
material type always zero
[ aéareéaté] 1 1000 0 1000 for 1st step 1000 1000
it 2 2000 0 2000 0 2000 2000

graduation 3 3000 03000 0 3000 3000
4 4000 0 4000 0 4000 4000

scale acceptable to 300 Lbs | useable scale capacity largest noted error, for this scale|{ Grad

scale number

I:::j , applied total |adjustment| adjusted| )
step applied | build-up| applied from total| indicated | actual | error in
material type number_|test weight i i last ste i weight!| _error | grads | useaBILITY | remarks
asphaitl] |1 50 0 50 Brisiaen| 50 49 Acceptable
graduation 2 100 d_ 100 0 100 od Acceptable
i 3 150 0 150 0 150 149 -1 Acceptable
b
f 4 20 0 200 0 200 201 1 Acceptable
5 250 Q 250 0 250 250 ) Acceptable
6 300 0 300 0 300 299 -1 -1 Acceptable
scale acceptable to| | useablescalecapacity] | largest noted error, for this scale | ]

actual | errorin

scale number | applied total | adjustment; adjusted|
[ ey el step|  applied| build-up | applied from total| indicated
- number | test weight i i last ste i weight! _error | grads
material tfe always zero T s>
for 1st step

graduation
size

e

USEABILITY | remarks

scale acceptableto | | useablescalecapacity. | largestnoted error, for this scale |

scale number

| applied total | adjustment; adjusted | )
step applied| build-up applied from total | indicated| actual | error in
number | test weight i weight | _last ste ight ermor | grads| usEABILITY | rernarks

material tfe weight
always zero
for 1st step

graduation

=

Test Notes

Plant Certified for State Use

1Seltec AB500 s/n 2663

Interlocks O.K.

Printer O.K.

West Coast Scales, Mike. 530-520-7753




