Report Number|16-A3 ga'tibl 2/17/2015 | district/o1 | 109 by |G. Thorpe | plant controller [Command Alkon
plant typeiPCC Batch ! o plant owner |Eureka Redi-Mix plant location [Hwy 101 & Hwy 36/ Alton
scale accept_able tci32000 I useable scale capacityi40000 | largest noted error, for this scale |1 Grad ]
scale number applied total jadjustment; adjusted; .
1 step applied | build-up | applied from total Indlca_ted| actual | errorin l
number ftest weight | _weiaht | _weight | _laststep| weight| weight| error| grads|useaBiLiTy |remarks
material type always zero
1 8000 0 8000 for iststep| 8000 8000 0. Acceptable )
duatl 2 8000 8000 16000 0 16000 16000 0. Acceptable
graduation 3 8000 16000 24000 0 24000 24020 20 Acceptable
200 4 8000 24020 32020 0 32020 3202 0. Acceptable

scale acceptable t0 8000

| useable scale capacity 10000 largest noted error, for this scale|g |

scale number

X applied total |adjustment) adjusted| .
20 step app,lledl build-up|  applied froml total| indicated | actual | error i
material type |-number testweight hil __weight lestSE htl__weight| error| grads| yseaBiLITY | remarks
i cement |1 200 0 2000 %oristaten| 2000 2000 Acceptable
graduation 2 4000 0 4000 0 4000 4000 Acceptable
size 3 6000 0 6000 0 600 6000 Acceptable
5 4 8000 0 8000 0 8000 8000 Acceptable
scale acceptable tol4000 | useable scale capacity 10000 largest noted error, for this scale |1 Lb Grad
scale number applied total | adjustment; adjusted )
[ o step| applied| build-up | applied from |~ total| indicated| actual | error in
number |_test weight iaht weight!| __last step| _weiaht! _weight| _error | _grads| useaBILITY | remarks
material type { always zero p =
! 1 2502 2502 for 15t step 250 300 gal metered 299 gal delivered
. 0O.K.
gir::”a“"" 2 2502 2502 250 300 qal metered 299 qal delivered
B 373_ OK.

scaleacceptableto | | yseable scale capacity largest noted error, for this scale| |

scale number

fied applied total
t l applie |bui!d—u ] applied
nur:b?ae test weight ot e

material type

adjustment; adjusted )
from total | indicated| actual | errorin
last ste i weight| error rads BILI |_remarks

always zero
for 1st st

graduation

|siza__l

Test Notes

Plant Certified for State Use
Interlocks O.K.
Printer O.K.

Con-E-Co Water Meter O.K. Span not found. Dip Switch box not located.




