Report Number 18-FR1
plant type PCC Batch.

calib 3/22/2016 | district 01

scale acceptable to]356_00 Lbs o

| 109 by |G. Thorpe
plant owner F[gemﬂa_r] Rock

| plant controller Alkon Eagle Jr i '
| plant location Lake Earl Dr. Crescent C|ty

useable scale capacity 40000

largest noted error, for this scale 3,5 Grad. CaLlLbA_gc,a,l_g_g)_(__;:______.

S _a___ﬂ_m_ber applied fotal adjustment; adjusted .
1 step applied | build-up | applied l from total| indicated | actual | error in
A nurber testweight|_weight | weight | _last last step| _weight| _weight| error| grads yseABILITY |remarks
material type always zaro
| aggregate 1 4000 0 4000 for iststep 4000 4000 0.0 0.0 Acceptable
] d N 2 4000 4000 8000 0 8000 8000 0.0 0.0 Acceptable
graduation 3 4000 8000 12000 0 12000 12000 0.0 0.0 Acceptable ¥
F"-Z-e-zdd 14 4000 12000 16000 0 16000 15980 -20.0 -1.0 Acceptable
— 5 4000 16000 20000 0 20000 20000 0.0 00 Acceptable
6 4000 20000 24000 0 24000 24000 0.0 0.0 Acceptable
7 4000 24000 28000 0 28000 28000 0.0 0.0 Acceptable
8 4000 28000 32000 0 32000 32000 0.0 0.0 Acceptable b=
9 4000 32000 36000 0 36000 35980 -20.0 -1.0 Acceptable

scale acceptable to :60007L,bs ;

useable scale capacity J@E

| largest noted error, for this scale|7 Grag,

scale number

Repalr& Calib.. a Iot t

_ applied total jadjustment; adjusted| I !
2 step applied | build-up| applied from total| indicated | actual | errorin
material type |-1umEer testweiaht | weioht! _ weight| laststen weioht! _weight! error | grads | useABILITY | remarks
| cement|| 1 1000 O 1000 w352 4000 1005 50" Acceptable
graduation 52 2000 0 2000 0 2000 1995 -5 -1 Acceptable
o _ = 4000 0 4000 0 4000 4005 5 1 Acceptable
5 4 6000 0 6000 0 6000 6005 5 1 Acceptable

scale acceptable to 6000 Ibs

useable scale capacity 10000

largest noted error, for this scale |1 grad

Plant 541-469-2444

American Scale Ca. Eugene Ore. 800-989-6289

_scale number applied total |adjustment; adjusted )
f 3 step applied! build-up | applied from total| indicated| actual | errorin
; ek number | test weight| _weiaht weight|__last ste i weight| _error | grads | yseABILITY | remarks
matenal type ; always zero - e=mm=ag
; water ot 3745 3745 for 1st step 3745 3714 -31 -.4956 Acceptable 446 Gal metered. 449 Gal delivered
! } : 0,
graduation [ 0.68% O.K.
2 2 | 3666 3666 3666 3640  -26 -4156 Acceptable 439 Gal metered, 436 Gal delivered
62.55 2lIVErE
0.69% O.K.
scale acceptable to useable scale capacity| | largest noted error, for this scale | z
scale number )
> = applied total |adjustment; adjusted | )
step aPP"Ed|bUIId -up applied from total | indicated| actual | error in

material type | .number test weight' _weiaht weig last ste| iaht | __weight| _error grads remarks

: always zero -
L for 1st step
graduation
size .
Test Notes
Plant Certified for State Use
‘Badger H20 meter O.K.
Interlocks O.K.
Printer O.K.



