Report Number|15-07 calib|pg/23/2015 1 dlstrlctl 109 by EL Lee A———'A ! L——-—-}‘ﬁra—nt controller |Command Alkon Spectrum VI

plant type%PCC Batch date plant owner lPomt Lakeview i plant location |13329Pt. Lakeview Rd. Lower Lake

scale accept_able ta32000 | useable scale capacity 40000 largest noted error, for this scale |{ grad |
scale number applied total |adjustment| adjusted; )
S step applied | build-up | applied from total| indicated | actual| error in

) number itest weight| weight | weight last stepl _weight| _weight| error| grads| yseasiLITY |remarks

material type always zero =
{ agg_[ggata 1 8000 0 8000 for st step 8000 8000

duati 2 8000 8000 16000 0 16000 16000
graduation 3 8000 16000 24000 0 24000 24020

200 4 8000 24000 32000 0 32000 3202

scale acceptable to/8000 | useable scale capacity| 10000 largest noted error, for this scale|1 grad

scale number

i applied total |adjustment; adjusted ;
= step applied buiEd_-upI applied from[ tptall indicated | actual | error c|'n
material type _number | test weight) |Iast ste weight| error rads EABILITY | remarks
cement. |1 2000 2000 7ot Taiatep. 2000 2000
size 3 6000 6000 0 6000 6010
1d 4 8000 8000 0 8000 8010
scale acceptable to|3500 | useable scale capacity|4000 largest noted error, for this scale | 5 grad }
scale number applied totalj adjustment; adjusted :
4 step| _applied| puild-up | applied from |~ totall indicated| actual | error in
number| test wei i last ste weight| _error | grads| UseABILITY | remarks
material type I
werel I 1500 1500 for 1eisten | 1500 1496 -4
atuaton 2 2500 2500 0 2500 2496 Acceptable
gize 3 3500 3500 0 3500 3500 Acceptable
= 4 4000 4000 0 4000 4000 Acceptable

scaleacceptableto | | yseable scale capacity | largest noted error, for this scale|

scale number

actual | errorin

error

USEABILITY | remarks

grads
always zero =5

[: applied total adjustment adjusted
step applied buﬂd-up applied from total | indicated
material type Lnumbsr| test weight weight! _ last ste i weight

for 1st step

graduation

Test Notes I

Plant Certified for State use

Interlocks OK

Printer OK

“Water limited to 3500 Ibs. Spills over @ 3625 Ibs.
Bartolomei Scales




