Galtrans

AC, PCC, RuBBer & OTHER
BatcH OPERATIONS

Galifarnia Test 1 09

calib 5/12/2011 district 01 109 by G. Thorpe
. plant owner Baxman Sand & Gravel

Report Number 11-20

plant controller Scopion - Ace Co. #13754
plant type PCC Manual

plant location 1221 North Main Street Fort Bragg

scale acceptable to 32000 LBS

useable scale capacity 40000

largest noted error, for this scale o

scale number applied total'  adjustment, adjusted, .
s applied build-up = applied from total indicated actual errorin
: number test weight  weight | weight laststep  weight weight| error| grads useaBiLITY remarks
material type always zero
aggregate 1 8000 0 8000 for 1ststep 8000 8000 0.0 0.0 Acceptable
dﬂ i " 2 8000 8000 16000 0 16000 16000 0.0 0.0 Acceptable
gradugtion 3 8000 16000 24000 0 24000 24000 00 0.0 Acceptable
Size 20 4 8000 24000 32000 0 32000 32000 0.0 0.0 Acceptable

scale acceptable to 8000 LBS
scale number

useable scale capacity 10000 LBS

largest noted error, for this scale 1 Grag

5 g applied total |adjustment; adjusted; ;
step applied  puild-up|  applied from total indicated actual | errorin
material type number test weight  waijnht weight | last step.  weioht  weight _emor | grads | yseaBILITY | remarks
cement] 1 2000 0 2000 SIRIe 2000 2000 0 0 Acceptable
graduation 2 4000 0 4000 0 4000 4000 0 0 Acceptable
size 3 6000 . 0 6000 0 6000 6010 10 1 Acceptable
10 & 8000 0 8000 0 8000 8010 10 1 Acceptable
scale acceptable to useable scale capacity largest noted error, for this scale
scale number applied total |adjustment; adjusted

3 step applied  buyild-up applied from total indicated actual @ errorin
A number  test weight  wainht weight __laststep!  weinht! weight  efror | grads yseaBILITY | remarks
material type always zero
Wt 1 4194 4194 for 1st step 4194 4170 -24 - 7672 Acceptable 0.38% Error O.K.
g.';:”a"“ 2 4184 4184 4184 4170  -14 -4475 Acceptable 0.33% Error O.K.
31.28
scale acceptable to useable scale capacity largest noted error, for this scale
scale number 3 . )
| applied total jadjustment, adjusted | )
step applied build-up | applied from total indicated actual = error in
material type | .Mumber. testweight| weiht | weight  laststep weiaht weight| efrror | grads| uSEABILITY  remarks
always zero
for 1st step
graduation
size
Test Notes
PLANT CERTIFIED FOR STATE USE
3" BADGER WATER METER O.K. SPAN# 0390

QUALITY SCALES UNLIMITED, MIKE



