‘ C_a""'"'“’-"“P"“""a"‘"'i;a“°" . AC, PCC, RuBBER & OTHER
o M Q BatcH OPERATIONS

Report Number 12-20 calib 2812012 district 01

g 109 by G. Thorpe _ plant controller Ace-Co Scorpion
plant type PCC Batch G plant owner Baxman plant location 1221 N, Main Ft. Bragg
scale acceptable to 32000 useable scale capacity 40000 largest noted error, for this scale 1 Grad
scale number : applied total adjustment adjusted:
step  applied:build-up applied from total: indicated  actual: errorin
_number test weight: weight  weight last step  weight: weight error: grads yseaBiLITY - remarks____ )
material type always zero -
anamaatd §—1 8000 0 8000 foriststep 8000 8000 0.0  0.0Acceptable
" W 2 8000 8000 16000 0 16000 16000 0.0 0.0 Acceptable
graduation 3 8000 16000 24000 0 24000 23980 -20.0 -1.0 Acceptable
s Y 4 8000 24000 32000 0 32000 32000 0.0 0.0Acceptable
scale acceptable to 8000 useable scale capacity 10000 & largest noted error, for this scale
scale number applied total | adjustment: adjusted: ' 1
2 step apphed build-up:  applied from : total: indicated actual error in i
material type number “testweight: weinht  weight laststep’ weioht. weight' emor grads ysgaBiLITY | remarks
cement 1 2000 0 2000 w5zl 2000 2000 0 0 Acceptable
graduation 2 4000 0 4000 0 4000 4000 0 0 Acceptable
size 3 6000 0 6000 0 6000 6000 0 0 Acceptable
10 4 8000 0 8000 0 8000 8000 0 0 Acceptable
scale acceptable to 5000 B useable scale capacity 10000 . largest noted error, for this scale g
scale number : applied total |adjustment: adjusted: .
3 step applied: build-up =~ applied from ; total |ndocated__ actual errorin
. number : test weight:  weioht = weight  last steD weinht  weight: emor gradm USEABILITY ! remarks
material type — always zero — " : : -
Naten 1 4133 4133 for 1st step 4133 4195 62 .99120 Acceptable 503 aal Metered 496 qal Delivered
2 s 1.41% Error O.K.
graduation _
siee T 2 4114 4114 4114 4170 56 .89528 Acceptable 500 qal Metered 493 qal Delivered
' 1.34% Error O.K.
scale acceptable to useable scale cap"acﬂy : Iargest noted error, for this scale
i siiiar e o ; N
ca 2 applled total ; adjustment adjusted :
step.  applied| puild-up = applied: from total - indicated actual  error in
material type number . test weight  weinht welght last step wp.gm __weight error  grads I.ISEABlLITY remarks
for Tat e
graduation
size
Test Notes

Plant Certified for State Use

Ace-Co. Scorpion Contoller SN #13754
Interlocks OK

Badger Water Meter Span #0390



