Gttrans

Report Number 12-6A
plant type PCC Manual Batch

California Dept of Transportation

- calib 44/7/2012  district 01
a

plant owner Hoopa Redi-Mix

109 by G. Thorpe

AC, PCC, RuBBER & OTHER
BATCcH OPERATIONS

plant location Hwy 299 & Friday Ridge Rd.
scale acceptable to 32000 useable scale capacity 40000 largest noted error, for this scale g Grads
scale number applied - total adjustment: adjusted i ]
1 step  applied build-up applied from total indicated : actual errorin
number test weight weight = weight laststep weight. weight error grads yseapiuTy remarks
material type always zero .
aggregate 1 8000 0O 8000 forfststsp 8000 8000 0.0  0.0Acceptable
duati 2 8000 8000 16000 0 16000 16000 0.0 0.0 Acceptable
Fadugien 3 8000 16000 24000 0 24000 24000 0.0 0.0 Acceptable
plze P 4 8000 24000 32000 0 32000 32000 0.0  0.0Acceptable

scale acceptable to 6000
scale number

applied

useable scale capacity 10000

total adjustment. adjusted:

largest noted error, for this scale 1 Graqd

2 step applied build-up  applied from total indicated actual " emorin .
material type number ‘testweight. weioht  weight laststep waight weight error - grads ysgABILITY remarks
cement 1 2000 0 2000 SN¥E2® 2000 1990  -10 -1 Acceptable
graduation 2 4000 0 4000 0 4000 3990 -10 -1 Acceptable
size 3 6000 0 6000 0 6000 6000 0 0 Acceptable
10
scale acceptable to useable scale capacity largest noted error, for this scale
scale number | applied total adjustment adjusted : ;
3 step applied build-up = applied from total indicated actual errorin
number test weight  waiaht weight laststep weinht weight emor grads USEABILITY remarks
material type always zero
water 497.7 0 4977 fortststep  497.7 500 2.3 03677 Acceptable 500 Gal Metered 497.7 Gal Delivered
” 0.45% Error O.K.
graduation
e e 498 498 498 500 2 03197 Acceptable 500 Gal Metered 498 Gal Delivered
' 0.40% Error O.K.
scale acceptable to useable scale capacity largest noted error, for this scale
ale number o ' -
s¢ ~ applied : total ‘adjustment: agjusted -
step applied pujld-up ' applied from - total | indicated actual ermorin.
material type ~ number testweight weioht = weight laststep weioht  weight error | grads| USEABILITY  remarks
always zero .
for 1st step
graduation
size .
Test Notes
Plant Certified for State Use

Johnson Manual Batch S/N 2409
2" Badger Water Meter O.K.
Quality Scales Unlimited, Ryan

plant controller Johnson Manual Batch



