(altrans

Report Number 11-6
plant type PCC Batch

calib  3/9/14
date

district 01
plant owner Hoopa Redi-Mix

109 by G. Thorpe

plant controller Johnson Partially Automatic
plant location Hwy 299 & Friday Ridge Rd.

scale acceptable to 40000

scale number applied

useable scale capacity 32000

total adjustment adjusted

largest noted error, for this scale 1 Grad

1 step  applied build-up = applied from total indicated actual errorin
number lest weight weight  weight laststep  weight weight eror grads ysgaiuTY remarks
material type always zero
eaa b 8000 0 8000 fortststep 8000 8000 0.0 0.0 Acceptable
: 2 8000 8000 16000 0 16000 16000 0.0 0.0 Acceptable
gralyain 3 8000 16000 24000 0 24000 23980 -20.0  -1.0 Acceptable
e, ol 4 8000 24000 32000 0 32000 32000 0.0 0.0 Acceptable
scale acceptable to 10000 useable scale capacity 6000 largest noted error, for this scale 1 Grad
scale number applied total adjustment adjusted _
2 step applied  build-up  applied from  total indicated actual errorin
material type number testweight  weight  weight laststep weight weight _error grads USEABILITY remarks
cement. 1 2000 0 2000 $RZ% 2000 1990  -10° <1 Acceptable
graduation 2 4000 0 4000 4000 3990 -10 -1 Acceptable
size 3 6000 0 6000 0 6000 5990 -10 -1 Acceptable
10

scale acceptable to

scale number applied

3 step  applied build-up
number = test weight  weight
material type
ner 1 4151
graduation
S 2 4156
62.55

scale acceptable to

scale number applied

step applied  build-up
material type | 1umoer test weight  weight
graduation
size
Test Notes

Plant Certified for State Use
Badger 2" water meter O.K

useable scale capacity
total adjustment adjusted

applied from total indicated

weight laststep  weight weight
always zero .

4151 for 1st step 4151 4170

4156 4156 4170

useable scale capacity

total adjustment adjusted

largest noted error, for this scale

error in
grads = USEABILITY

actual

error remarks

19 80875 Acceptable 500 Gal. Metered, 497 Gal Delivered
0.46% Error O.K.

14 22382 Acceptable 500 Gal. Metered, 498 Gal. Delivered
0.34% Error O.K.

largest noted error, for this scale

applied from total indicated actual errorin
weight laststep| weight weight| eror —grads| ysEABILITY | remarks
T always Zero

for 1st step

Johnson Partially Automatic Batching System # 2409

Operator Jay.




