California Dept of Transportation

MPQP

AC, PCC, RuBBeR & OTHER

Gabbrans BatcH OPERATIONS
Report Number 12-6 calib 2/24/2012 district 01 109 by G. Thorpe plant controller Johnson Manual Batch
rlant type PCC Batch dat plant owner Hoopa Redi-Mix plant location Friday Ridge Rd. & Hwy 299
scale acceptable to 32000 useable scale capacity 40000 largest noted error, for this scale 1/2 Grad
scale number applied total adjustment; adjusted; .
step  applied build-up | applied from total indicated  actual | errorin
- number test weight  weight | weight last step.  weight! weight  error| grads uUSEABILITY remarks
material type always zero
aggregate 1 4000 0 4000 for 1st step 4000 4000 0.0 0.0 Acceptable
: 2 8000 8000 0 8000 8000 0.0 0.0 Acceptable
geaduation 3 8000 8000 16000 0 16000 16000 0.0 0.0 Acceptable
glct S 4 8000 16000 24000 0 24000 23980 -20.0 -0.5 Acceptable
: 5 8000 24000 32000 0 32000 32000 0.0 0.0 Acceptable
scale acceptable to 6000 useable scale capacity 10000 largest noted error, for this scale 7 Grads
scile number ; applied total ‘adjustment, adjusted .~ .
2 step | applied build-up|  applied om total| indicated | actual | error in
material type number testweight  weioht  weight | laststep  weioht weight| error grads | USEABILITY | remarks
cement] |1 1000 0 1000 NI 1000 1000 0' 0 Acceptable
size 3 4000 0 4000 0 4000 4020 20 2 Acceptable
10 4 6000 0 6000 0 6000 6020 20 2 Acceptable
scale acceptable to useable scale capacity largest noted error, for this scale
scale number | applied total |adjustment adjusted; .
step applied puild-up applied from total| indicated actual | error in
number | test weight'  weight weight _laststep  weioht  weight _error grads ' useaBILITY | remarks
material type always zero T
Vi 1 4170 4170 for 1st step 4170 4157 -13 - 2078 Acceptable 500 Gal Metered 498 .4 Delivered
: 0.31% O.K.
grianen 2 4170 4170 4170 4156  -14/=2238 Acceptable 500 Gal Metered 498.3 Delivered
size
62 55 0.34% O.K.
' Flow Rate 91 GPM
scale acceptable to useable scale capacity largest noted error, for this scale
scale number : ) :
| applied total jadjustment, adjusted | ;
step applied. build-up = applied from total | indicated, actual | error in
material type number | test weight  weight weight _laststep.  weight  weight! error _grads USEABILITY ' remarks
always zero
for 15t step
graduation
size
Test Notes
Plant Certified for State Use

Johnson Manual Batch S/N 2409
2" Badger Water Meter O.K.
Quality Scales Unlimited, Mike & Co.



