Cahfcrma Dep! of Transpnriahon

MPQP

calib
- date

Gftrans

Report Number 12-40
plant type PCC Batch

4/18/2012  district 01
plant owner Tidewater Starry Pit

BATc E..OPERA'.HO;\!S

109 by G. Thorpe

plant controller Alkon Command Batch

plant location Elk Valley Rd. Crescent Clty

scale acceptable to 32 000 Lbs

useable scale capaclty 40000

Iargest noted error, for lhls scale 0

scale numbel § applled

step: applied: build-up : ; applied |

total ;adjusil'ﬂer'ttz adjusted
from total! indicated

|
actuaI§ error in

. _number testweight| weight : weight | laststep'  weight! | | eror| gmds USEABILITY |T
material type way's zero -
s | K 4000 0 4000 fortuses 4000 4000 00"l Acceptable
— 2 4000 4000 8000 0 8000 8000 0.0 0.0 Acceptable
gracuation %3 4000 8000 12000 12000 12000 0.0 0.0 Acceptable
e 4000 12000 16000 0 16000 16000 0.0 = 0.0 Acceptable
’ 5 4000 16000 20000 0 20000 20000 0.00 0.0 Acceptable
6 4000 20000 24000 0 24000 24000 0.0 0.0 Acceptable
7 4000 24000 28000 0 28000 28000 0.0 0 Acceptable
8 4000 28000 32000 0 32000 32000 O. .0 Acceptable
scale acce table to B 000 Lbs useable scale capacity 10000 largest noted error, for this scale"j Grad N\
p
scalg numbezr applled total | adjustment; adjusted: ?
| sep applied. puild-up  applied | from ' ftotal mdbcated actual errorin:
material type |-number ‘testweight! _weinht  weight laststep _weioht _ weight! error grads USEABILITY & remarks.. .. ”
cement 1 2000 0 2000 joiiaes 2000 . 1995  -5INNE Acceptable
size 3 6000 0 6000 0 6000 5995 -5 -1 Acceptable
5 4 8000 0 8000 0 8000 8000 0 0 Acceptable
calif)rated scale 1X
scale acceptable 05'4"'660 Lbs | useablescale capaci ! argest noted error, for this scale 0
] table to 4, _ able scal R t noted for th [
_scale number g : app!led total adJuslment adjusted ' :
3 step:  applied: puild-up | applied from | total indicated actual z errorin |
’ ber: test weight! _weiaht ! ‘weight __laststep) weioht _ weight' _error i grads| ysgaBLITY remarks VVVVV
material type always zero
g Wate _ 1 1000 0 1000 for 1st step 1000 1000 0 0 Acceptable
caduation i 2 2000 0 2000 0 2000 2000 0 0 Acceptable
gize 3 3000 0 3000 0 3000 3000 0 0 Acceptable
2 4 4000 0 4000 0 4000 4000 (6] ‘0 Acceptable
e . RS ST calibrated scale 1X
scale aoceptablﬂe to - useable scale capacﬂy largest noted error, for this scale
e ] applied total éadJUSImemf adjusted | i ] . i
stepi  applied: puild-up 3 applied from ! fotal] indicated, actual 5 errorin
material type | .oumber, test weight; —weinht. ‘,;mee;,g ht:  laststep:  weich wennht§_ error | grads. USEABILITY, | remarks... S

for 1st step

graduation
size

Test Notes i
Plant Certified for State Use

Interlocks O.K.
Printer O.K.



